A deuterated internal standard was added to 300 µl of each sample, calibrator or control sample and allowed to equilibrate for at least 10 minutes before supported liquid extraction (SLE, Isolute, Biotage, Uppsala, Sweden). Elution was performed using 2x900 µl ethyl acetate. The solvent was removed under a gentle stream of N2 (55 °C) and the samples were reconstituted in 100 µl 50/50 MeOH/H2O (v/v). LC-MS/MS analysis was performed by a 1290 UHPLC system (Agilent, Santa Clara, CA, USA) coupled to a 6490 tandem mass spectrometer (QQQ, Agilent).

